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13 x 100 mm x 5.0 ml BD VacutninerCtD Plus plastic serum tube, rted BD Hemogard™ closure. Paper label. Additive: Clot activator and 
silicone coated interior {Not recommended for blood bank use). [100/bx, ICOO/ca) 


Available US, Canada 


Key Product Features 


Contact BD (US) 
BD Safety 
Engineered 
Devices 

BD Catalog Home 


Product Type 
Brand 


BD eal«ty-e*;g;neered device, Pius plastic tube 
BD Heniocjard 11 ', BD Vacutsinei® 




Type 

Safely feature 
Closure color 
Dimension 
Label 

Tube closure 
Volume 
Additive 
Bar coded tube 


Serum tube 

BD Hemogard™ closure, Plastic 
Red 

13 x 100 mm 
Paper 

BD Hemogard™ 

5.0 rnl * 

Clot activator and silicone coated interior (Not recommended for blood bant: use) 
No 




v Related 
Information 


More in formation 
Technical services 
More information 


Sterile? Yes 

Usage Serum determitiafitri in chemistry and serology. Not recommended for blood banking 

Return to top.of page 


MSDS 

Tube guide 


367814 13 X 100 mm X 5.0 ml 3D Vacutamer® PI je: clastic ssrum lube. Red BD Hemogard™ closure. Paper label. Additive: Clot 
activator and silicone coated interior (Not recommended lor blood bank use), (100/bx, 1000/ca) 


Return to top of page 


New Frcduci: info 


367814 13 x 100 mm :: £.0 mi BD Vacutamer© Plus plastic scrum tube. Red BD Hsmogard™ closure. Paper label. Additive: Clot 
activator and silicone coated interior (Not recommended for blood banx use). (100/bx, 1000/ca) 

Cross References 


Functionally 

Similar 


366415 mm x 7,0ml BD Vacut airier© glass serum tube with red conventional closure and paper label. 

Mo additiva Discontinued (100/bx 1000/ca) 

366430 10 mm x 10.0 ml 3D Vacu.atn.sr® glairs serum tube. Red conventional closure. Paper label. No 
‘ additive, siliccne coated ( 100 /tn:, 10 t»Q/ca) 

366534 13 x 75 lnm * S- 0 7| l BD Vacutamer© glass serum cube . Red conventional closure. See Thru label. No 
additive, silicone coated. Discontinued (t C'O/bx, 1 COO/ca) 


13 x 75 inrri x 5.0 ml BD '/aevtainrer© glass serum tube. Red conventional closure. Paper label. No 


http://catalog.bd.coni/bdCat/vicwProduct.rio Cu.'iLomer'?prodiiciNumber=3 67814 
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366434 additive, silicone corded (ICiO/bx, 1000/ca) 

366411 'i 100 mm 7 0 in) ED Vacutainerts glass serum lube. Red conventional closure. See thru label. No 
- additive, silicone coatee. ( 100 /bx, 1000/ca} 

3663111 I*’.65 x S4 mm x 3.C ml BO Vaculsilner® glass serum tube. Red conventional closure. Paper label. No 
— additive, silicone coated (100/b)s, lOOtl/ca) 

13 >i 75 mrn x 4.0 mi tlD Vaoutaiier® Plus plastic serum tube. Red BD Hemogard ,M closure. Paper 
367812 label. Additive: Clot activator and silicone coated interior (Not recommended for blood bank use). 

(100/bx, 1000/csi) 

364614 13 v 75 ,ln * * 5.0 ml ED Vaiutainer© glass serum tube. Red BD Hemogard™ closure. Paper label. No 

additive, tiilicone coated. (10tVb:r, iOOO/eaJ 

36461? 13 x 75 llnm * 3 -° ml EiCl Vac, itainervi>glass serum tube. Red BO Hemoa3rd™ closure. Paper label. No 
additive, silicone coated. (100,'bx. loob/ca) 


3646-1 13 * 75 mm x 2.0 ml BD V.icu1ainer<s> glass serum tube. Red BD Hemogard™ closure. Paper label. No 
■ additive, silicone coated. (100/b);, IOJO/cb) 

13 v 100 mrn;; 4 0 ml ED VacutslueiiS 1 Pius plastic serum tube. Red BD Remogard™ closure. Paper 
367813 label. Additive: Clot activator and silicone coated ulterior (Not Recommended For Blood Bank Use). 

Discontinued (lOO/tei, iDOO/os) 

36461 r 13 x 75 mm x 5.1! rnt B0 Vacutainer® tilass serum tube. Red 3D Hemogard™ closure. See thru label. 
4OS016 N(j add j Siv@j siDccitie coated. (IQG/bitftdOCt'cs) 


366347 1U ' ? ' R * 64 min 3-0 ml BD Vacutainer® glass serum tube. Red conventional closure, Paper label. No 
additive, non-siliconized (100/bx, 1<U0/ca) 

3664 nr 1C.!t5 * ;12 mm :<4.0 ml HD Vacutainerd glass serum tube. Red conventional closure. Paper label. No 
additive, silicone coated. (lOCi/bx, lOOO/ea) 

367613 13 x 7 ® Hfli x 4.0 ml BD VacirtainenSi (Pass serum tube, fled BD Hemogard™ closure. Paper label. No 
additive, silicone coated. (tOG/bv, 1 titlL'/ea} 

13 x 100 turn x C O mi DD Wacutainert? 1 Plus, plastic serum tube, fled BD Hemogard™ closure. See thru 
367819 lEibal. Additive: Clot activator and silicone coated interim (Not recommended for blood bank use). 

(190/bx. 1000/c?: i 

369614 1:1 * 100 mri x t.p mi 13D VacuUiine'CI) glass scrum tube. Red BD Hemogard™ closure. See thru label. 
' No additive, silicone coated. ( K O.-bx, lOOCfea) 


Return to top of pa ge 


367814 13 x 100 mm x 5.0 rr I 3D Vaeuteir'erf? Pius plastc serum luws. Red BD Hemogard™ closure. Paper label. Additive: Clot 
activator and silicone coated interior (Nat reoomrrerKled tor Woos bank use). (100/bx, 1000/ca) 

Product Shipping surf Handling Info. 

Packaging lOn/ftx, 1000/ca 

Tc rjoi'ir/lc .at ? a Oi BtrSbMior: 
in IJS t- Puerto Flico: 

EC- 

1 Becton Drive 

Franklin Lakes, NJ 07417 

1-6811-237-2732 

Ordering Outside US: contact the international Office nearest you 

Aulitortaccf Canadian distributers contact: 

13 U 

;>771 Bristol Circle 
OfilfVlile, Ontario 
1.6 H Sfll 
Candida 
00 > !i2'> • 9 *0 

1 Case 
USA 
No 
Ves 

Coball 10-S SAL 
Nr, 

Incineration recommended 


Order min 
Where made 
CE marked? 

Sterile? 

How Sterilized 

Can be re-sterllized? 

Hazards 
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Shipping Info 
Refrigerated shipping 
Storage 

Lot number present? 

Retur n to top_of page 


Normal shipping 
Sion? 4° - 2S ! C 
Store 4” - 2-,' C 
Yes 


367814 13 x 100 mm x 5.0 ml BD Vacute.. 
activator and silicone coated interior (Not r 

net® Plus plastic serum tube, 
ecomrii ended tor blood bank i. 

Had BD Hamogard ,M closure!. 
i:ue). (100/bx, 1000/ca) 

Facer label. Additive: 


Product Packaging Into. 


Pkg level 

Eaelt 

Box 

Case 

Effective dale 

'1/16/IB 94 

i 1/16/1994 

11/16/1994 

Quantity 

1 

100 

iono 

Saleable? 

Mo 

Yes 

Yes 

Height 

.. 

- 

.... 

Length 


- 

- 

Width 



... 

Weight 


JIE> 

19 lb 

UPN 

00382303678143 

303B2S03678144 

50382903676148 

Primary BarCode Type 

UPC7UC 

UCC 

UCC 

Bar code present? 

.-io 

Yes 

Yes 
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